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An  improved  form  of  direct- reading  audio- frequency  phase  meter  is 
described. 

The  phase  between  two  sinusoidal  voltages  is  measured  by  converting 
them  to  square  waves  through  two  separate  channels  of  amplifier-limiters, 
A  direct  comparison  of  these  square  waves  gives  a  measure  of  the  phase 
between  the  original  voltages.  Two  methods  of  comparing  the  square  waves 
are  described  -  onp  involves  their  direct  addition  in  a  circuit  having 
two  tubes  with  a  common  plat*3  resistor,  while  in  the  other  method  the 
square  waves  are  used  to  produce  voltage  ■'  spikes”  which  in  turn  control 
a  " trigger"  type  unambiguous  phase- indicating  circuit. 

Tests  on  this  phase  meter  show  that  it  records  and  indicates  un¬ 
ambiguously  the  phase  between  two  input  voltages  from  G  to  360  degrees,  t 
a  sensitivity  of  0,5  degree,  over  a  range  of  frequencies  from  100  to 
5000  c/s  and  for  a  voltage  range  of  1  to  30  volts.  The  relationship 
between  phase-meter  readings  and  phase  is  linear,  A  72-hour  stability 
test  on  the  instrument  showed  that  the  maximum  drift  after  the  first  15 
minutes  of  warm-up  was  approximately  S  1,6  degrees  while  the  maximum 
rate  of  drift  was  0,25  degrees  per  hour. 


Description  of  Equipment 

The  phase  meter  described  in  this  report  embodies  principles  and 
circuits  used  in  several  other  types  of  phase  meters  it  is  believed 

th$t  the  circuit  modifications  incorporated  in  the  instrument  have  in¬ 
creased  its  reliability  over  that  of  similar  devices  reported  in  the 
literature. 


(1)  Edward  L,  Ginston,  "Electronic  Phase-. ngle  Peter-',  'eetr-onics,  Yey 

1942,  p,60. 

(2)  Haberland,  ’’Direct  Reading  Electronic  Phase  Peter  ,  Naval 
Ordnance  laboratory  L’emo ;  £7900, 
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The  phase  meter  consists  of  two  channels  of  cascaded  amplifier 
limiter  stages  followed  by  two  types  of  phase  indicating  circuits,  one 
being  designated  the  "Sum"  indicator  and  the  other  the  "Trigger"  indi¬ 
cator  (Fig.  l)„  These  two  indicating  circuits  are  based  on  different 
principles  and  were  incorporated  in  the  phase  meter  for  the  purpose  of 
making  direct  comparison  between  them. 

Sinusoidal  input  voltages  are  separately  amplified  and  clipped  in 
the  four  amplifier-limiter  stages  of  each  channel.  The  resultant  square 
waves  are  then  fed  to  the  two  separate  indicating  circuits  (Fig.  2). 

The  circuits  of  the  first  amplifier  stages  of  each  channel  are  de¬ 
signed  to  give  a  symmetrical  output  into  the  first  limiters  for  a 
voltage  variation  of  1  to  30  volts.  It  is  necessary  that  the  output  of 
this  first  stage  be  undistorted  (or  symmetrical)  as  otherwise  there 
will  be  a  spurious  phase- shift  indication  with  variation  of  voltage 
amplitude.  The  grid- voltage  swings  on  the  other  three  stages  of  each 
channel  are  limited  to  £  1.25  volts  by  the  biased  diode  limiters,  and  hence 
distortion  in  these  stages  is  low. 

Referring  to  Fig,  2,  the  Square-wave  voltage  at  points  Al,  A2,  are 
fed  to  each  of  the  indicating  circuits  through  capacitors  C17,  C35,  C36 
and  C37,  repsectively.  Considering  the  "Sum"  indicator  system  first, 
the  square  waves  are  applied  to  the  grid  of  tubes  V9  and  V18  which  have  a 
common  plate  resistor  R32,  The  voltage  appearing  across  resistor  R32  is 
equal  to  the  algebraic  sum  of  the  currents  of  the  tube  V9  and  V18,  multi¬ 
plied  by  the  value  of  R32.  Since  these  tubes  are  operated  class  A 
it  follows  that  the  voltage  across  R32  is  equal  to  the  algebraic  sums  of 
the  square  wave  inputs  at  points  Al,  A2.  The  diration  of  flow  of  current 
to  resistor  R32  is  directly  proportional  to  the  phase  angle  between  the 
applied  square  waves  and  therefore  proportional  to  the  phase  angle 
between  the  sinusoidal  input  voltages.  The  average  of  the  current- 
through  resistor  R32  is,  therefore,  a  measure  of  the  phase  angle. 

This  average  value  is  obtained  by  means  of  the  diode  rectifier,  V19 
and  the  balanced  amplifier  V20  using  a  C-l  milliammeter  as  the  "Sum" 
phase  indicator.  The  balanced  amplifier  circuit  is  arranged  by  means 
of  proper  meter  shunts  to  give  three  ranges  of  phase  angle  measurements: 
180°  to  135°  or  225° ?  qgoo  to  90©  or  270°  and  180°  to  0°  or  360Oo  It 
should  be  noted  that,  for  each  of  these  ranges,  the  phase  meter  reading 
is  ambiguous  about  the  180°  value. 

The  operation  of  the  "Trigger"  indicator  system  is  as  follows:  the 
square  wave  voltages  at  points  Al  and  A2  are  applied  to  the  grids  of 
amplifier  tubes  V21  and  V22.  The  amplified  square  waves  are  then  differen¬ 
tiated  in  the  plate  circuits  of  V21  and  V22  and  the  resultant  voltage 
spikes,  which  occur  at  the  instant  of  rise  and  fall  of  the  square  waves, 
are  applied  to  the  diode  polarity-discriminator  tube  V23,  which  suppresses 
the  positive  voltage  spikes  and  passes  the  negative  pulses  to  the  #3  grids 
of  the  "Trigger"  tubes  V24  and  V25*  The  RC  values  in  the  plate  circuits 


of  Vet  and  V22  *re  a  compromise  so  as  to  give  the  shortest  possible  pulse 
with  sufficient  amplitude  to  fire  the  trigger  tubes,. 

The  trigger- tube  circuit  is  so  connected  that  when  a  negative  nuloe  is 
applied  to  the  grid  of  one  of  the  tubes  it  vil1  cut  off,  simultaneously  firing 
the  other  tube.  In  turn,  when  a  negative  oulse  i-  applied  to  the  "conducting" 
tube  it  will  cut  off  >nd  at  the  same  time  will  fire  the  first  tube.  As  a 
result  of  this  sequence  of  operation*  the  average  plate  current  flowing  in  the 
plate  circuit  of  the  trigger  tubes  is  a  measure  of  the  time  interval  existing 
beWeen  voltage  snikes  from  the  two  channels  of  the  -nha.se  meter  and  this  time 
interval  in  turn  corresponds  to  the  relative  phase  of  the  sinusoidal  input 
voltages. 

The  average  trigger-plate  currents  are  measured  by  means  of  the  balanced 
circuit  shown  in  Tig,  2,  Both  recording  and  indicating  milliammeters  are 
used,  together  with  uroper  meter  shunts,  to  give  three  ranges  of  ph.ase-an.gle 
measurement  si  130°  -  180°  -  210° $  SO0  -  180°  -  280°  and  0°  =  180°  -  3^0° « 

A  zero  centered  meter  is  used  for  convenience  so  that  the  center  of  the  scale 
is  the  180-degree  position,,  The  phase-angle  readings  in  the  trigger- indicating 
circuit  are  unambiguous,*  but  the  circuit  is  inherently  unstable  for  phase  angles 
in  the  neighborhood  of  0  and  $60  degrees  because  under  this  condition  the  order 
of  firing  of  the  trigger  tubes  alternates  irregularly  with  the  result  that 
the  indicating  meter  swings  from  one  end  of  its  scale  to  the  other.  Fixed, 
regulated  bias  of  105  volts  on  the  #1  grid  of  this  trigger  circuit  was  used 
as  recommended  in  reference  2„  The  operation  of  this  circuit  over  a  period 
of  several  months  proved  it  to  be  very  stable  and  satisfactory. 

The  phase  meter  indicating  circuits  are  adjusted  to  read  correctly  for 
the  180-degree  and  for  the  0/3o0-degree  relationship  between  the  input  voltage 
as  follows; 

10  With  the  meter  switch  Sg  and  the  range  switch  St  in  position  1  the 
meters  are  adjusted  for  their  mechanical  zeros,  1 

2„  The  meter  switch  is  moved  to  position  2  and  the  sum  meter  is  set  at 
zero  by  means  of  the  "zero  adjust11’  control  on  the  right  hand  side  of  the 
pane 1 j  this  control  is  the  balancing  resistor  in  the  plate  circuits  of  tube 

^20, 

3c  The  meter  switch  is  then  advanced  to  position  3  and  the  phase  of 
one  of  the  input  voltages  is  adjusted  to  give  a  minimum  reading  on  the  sum 
meter.  The  sum  meter  reading  is  then  set  at  zero  by  means  of  the  "sum  bal," 
adjustment,,  which  consists  of  the  variable  resistor  in  the  cathode  circuit  of 
tub®  ¥]_go  This  adjustment  equalizes  the  gains  of  the  sum  tubes.  For  a  more 
precise  adjustment  the  range  switch  is  set  on  position  3* 

4,  The  trigger  meter  is  then  set  at  zero  by  advancing  the  meter  switch 
to  position  4  and  adjusting  the  i8zerc  adjust®  control  on  the  left-hand  side 
of  the  panel0  This  control  is  the  variable  resistor  in  the  plat®  circuits  of 
and  The  above  procedure  determines  the  proper  circuit  conditions  to 


give  zero  readings  on  the  meters  for  a  180-degree  phase  relationship  between 
the  input  voltages  to  the  phase  meter. 


The  0/360-degree  phase  relationship  between  the  input  voltages  can  he 
indicated  by  the  sum  tube  only  and  is  obtained  as  follows: 

The  range  switch  is  set  at  position  1  and  the  phase  of  one  of  the  input 
voltages  is  then  adjusted  to  give  a  maximum  reading  on  the  sqm  meter.  The 
sum  meter  reading  is  then  set  at  45  C(360°  *  180  -*  (4  x  45)  jj  by  means  of  the 
range  1  adjustment"  on  the  right-hand  side  of  the  panel. 

Since  the  trigger  phase-indicating  circuit  is  unstable  within  1  degrees 
of  0/360°  it  is  necessary  to  adjust  the  trigger  meter,  by  means  of  the  "range 
1  adj."  on  left-hand  side  of  the  panel,  for  a  phase  difference  between  the 
input  voltage  somewhat  less  than  360  degrees.  This  adjustment  of  the  trigger 
phase- indicating  circuit  can  be  made  in  terms  of  the  sum  meter  reading  or  by 
means  of  a  known  phase  difference  between  the  input  voltages  to  the  phase 
meter. 

Likewise,  the  more  sensitive  ranges  of  the  phase  meter  can  be  ad¬ 
justed  by  means  of  the  least  sensitive  range  or  by  means  of  a  known  phase 

difference  between  the  input  voltages.  In  practice  these  methods  have  been 
found  to  check  each  other  to  within  j  0.5  degree. 

Constructional  details  of  the  phasemeter  are  shown  in  figures  3»  4  and  5. 

Calibration  of  the  phasemeter  was  obtained  by  means  of  pairs  of  sin¬ 
usoidal  voltages  having  a  fixed  frequency  ratio  of  10  to  1  and  a  fixed 

relative  phase.  These  calibration  voltages  were  derived  from  the  primary 
frequency  standard  of  the  National  Bureau  of  Standards  Radio  Station  WV t 


The  calibration  procedure  consisted  of  feeding  a  sinusoidal  voltage 
of  desired  frequency  directly  to  one  channel  of  the  phasemeter  while  simul¬ 
taneously  feeding  this  same  voltage  to  the  other  channel  of  the  phasemeter 
through  a  phase  shifter.  The  output  of  this  phase  shifter  was  also  connected 
to  one  set  of  deflection  plates  of  an  oscilloscope,  while  the  other  set  of 
plates  was  connected  to  a  reference  sinusoidal  voltage  with  a  frequency  10 
times  the  frequency  of  the  calibrating-voltage  frequency  and  with  a  fixed 
phase  relative  to  the  calibrating  voltage. 

The  resulting  Lissajou  figure  on  the  screen  of  the  oscilloscope  indicated 
the  phase  shift  between  the  input  voltages  to  the  phasemeter  for  any  two 
positions  of  the  phase  shifter  and  could  be  read  to  within  0.5  degrees,  or 
less.  Calibration  points  were  obtained  in  steps  of  18  electrical  degrees 
by  rotating  the  phase  shifter  until  cycles  were  matched  on  the  Lissajou 
figure . 


The  ptvi; : v;  hif tor ,  of  capacitance-goniometer  type,  used  in  this  calibra¬ 
tion  nroceedure  was  capable  of  introducing  i  continuously  variable  phase  shift 
of  from  0  to  360  degrees. 


Performance 

A  series  of  tests  on  the  phase  meter  gave  the  following  results: 


(a)  lr«hen  the  amplitudes  of  both  signals  were  varied  slowly  and  inde¬ 
pendently,  keeping  the  relative  phase  constant,  the  phase  meter  readings  varied 
as  follows: 


Input  voltage  range 
volts  rrns 

1-10 

1-20 

1  -  30 


Indicated  phase  change,  degrees 


iii? 


Trigger1 


li  c 


bum1 


M 


-  0,25 


Z  0*8 

:  ico 


-  0,25 

-  0,35 

1  0,50 


(b)  For  very  rapid  random  changes  in  the  amplitudes  of  input  voltages 
from  1  to  20  volts,  rms,  the  phase-meter  readings  showed  a  phase  change  of 
2  1*0  degrees.  These  rapid  changes  in  input  voltages  were  made  by  manually 
operating  two  potentiometers  5  the  time  required  to  vary  the  signal  voltage 
from  one  extreme  to  the  other  was  of  the  order  of  about  one-quarter  second, 

(c)  For  a  time-voltage  variation  of  100  volts  to  120  volts  the  phase¬ 
meter  readings  varied  i  0,25  degrees.  These  results  were  obtained  for  a 
range  of  signal  frequencies  from  100  c/s  to  5000  c/s  and  for  input  voltages 
from  2  volts  to  15  volts, 

(d)  After  the  first  15  minutes  of  warm-up  the  phase-meter  readings  showed 
an  indicated  drift  of  4  1,6  degree  over  a  period  of  72  hours,  with  a  maximum 
rate  of  drift  of  0,25  degrees  per  hour. 

(e)  The  curve  of  phase-meter  reading  versus  phase  was  found  to  be  linear 
within  one  degree  over  a  range  of  input  frequencies  from  100  c/s  to  5000  c/s, 

(f)  The  phase-meter  readings  were  found  to  be  independent  of  frequency 
from  100  c/s  to  5000  c/s. 


Throughout  all  the  above  tests  of  the  phase  meter  the  81  sum*1  and  the 
"trigger"  indicators  checked  each  other  very  closely.  However,  the  trigger 
indicator  has  the  advantage  of  being  unambiguous  while  in  the  circuit  shown 
in  Fig,  2  the  sum- indicator  circuit  is  about  twice  as  sensitive  as  the 
trigger  circuit 
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Fig.  3.  FRONT  VIEW  OF  ELECTRONIC  PHASEMETER. 


Fig.  4.  REAR  VIEW  OF  ELECTRONIC  PHASEMETER. 
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Fig.  5.  BOTTOM  VIEW  OF  ELECTRONIC  PHASEMETER. 


